**PART 1: PHYSICAL CONNECTIONS**

**CONNECTION**
Coapt cable connection marked 'Close/Digital'
must plug into this side '2' of Coaxial Plug

**CONNECTION**
Coapt cable connection marked 'Open/Digital'
must plug into this side '2' of Coaxial Plug

**PART 2: SOFTWARE SETTINGS**

**HANDS**

**OTTOBOCK BEBIONIC**

Ensure hand settings are the factory defaults