DEVICE CONNECTION CABLE TYPE: 16

**PHYSICAL CONNECTIONS**

- **Connection:**
  - Coapt cable connection marked ‘CONNECT TO AxonMaster’ must plug into blue/grey cable from AxonMaster.
  - Coapt cable connection marked ‘1’ must plug into ‘1’ port on AxonMaster.
  - Coapt cable connection marked ‘CONNECT TO AxonEnergy’ must plug into port of AxonEnergy.

**SOFTWARE SETTINGS**

- **Settings:**
  - For proper operation of Ottobock Michelangelo Hand/AxonHook (optional AxonRotation), ensure all settings in the Ottobock Data Station ‘Customizing’ screen are set exactly as shown here.